[Comparison between two automatic methods, chemical and enzymatical, of urea determination in blood (author's transl)].
Two different kinds of automatic dosage of urea in blood, the chemical with diacetyl monoxime and the enzymatic urea test Sclavo, are compared in order to verify the possibility of an utilization in screening on population. For such a purpose also the influence of different anti-coagulants is analyzed.